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Abstract: OBJECTIVES To compare objective and subjective image quality of bronchial structures be-
tween a 512-pixel and a 1024-pixel image matrix for chest CT in phantoms and in patients. MATERIALS
AND METHODS First, a two-size chest phantom was imaged at two radiation doses on a 192-slice CT
scanner. Datasets were reconstructed with 512-, 768-, and 1024-pixel image matrices and a sharp recon-
struction kernel (Bl64). Image sharpness and normalized noise power spectrum (nNPS) were quantified.
Second, chest CT images of 100 patients were reconstructed with 512- and 1024-pixel matrices and two
blinded readers independently assessed objective and subjective image quality. In each patient dataset,
the highest number of visible bronchi was counted for each lobe of the right lung. A linear mixed ef-
fects model was applied in the phantom study and a Welch’s t-test in the patient study. RESULTS
Objective image sharpness and image noise increased with increasing matrix size and were highest for the
1024-matrix in phantoms and patients (all, P<0.001). nNPS was comparable among the three matrices.
Objective image noise was on average 16% higher for the 1024-matrix compared to the 512-matrix in
patients (P<0.0001). Subjective evaluation in patients yielded improved sharpness but increased image
noise for the 1024- compared to the 512-matrix (both, P<0.001). There was no significant difference
between highest-order visible bronchi (P>0.07) and the overall bronchial image quality between the two
matrices (P>0.22). CONCLUSION Our study demonstrated superior image sharpness and higher image
noise for a 1024- compared to a 512-pixel matrix, while there was no significant difference in the depiction
and subjective image quality of bronchial structures for chest CT.
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To compare objective and subjective image quality of bronchial structures between a 512-
pixel and a 1024-pixel image matrix for chest CT in phantoms and in patients.
Materials andmethods
First, a two-size chest phantom was imaged at two radiation doses on a 192-slice CT scan-
ner. Datasets were reconstructed with 512-, 768-, and 1024-pixel image matrices and a
sharp reconstruction kernel (Bl64). Image sharpness and normalized noise power spectrum
(nNPS) were quantified. Second, chest CT images of 100 patients were reconstructed with
512- and 1024-pixel matrices and two blinded readers independently assessed objective
and subjective image quality. In each patient dataset, the highest number of visible bronchi
was counted for each lobe of the right lung. A linear mixed effects model was applied in the
phantom study and aWelch’s t-test in the patient study.
Results
Objective image sharpness and image noise increased with increasing matrix size and were
highest for the 1024-matrix in phantoms and patients (all, P<0.001). nNPS was comparable
among the three matrices. Objective image noise was on average 16% higher for the 1024-
matrix compared to the 512-matrix in patients (P<0.0001). Subjective evaluation in patients
yielded improved sharpness but increased image noise for the 1024- compared to the 512-
matrix (both, P<0.001). There was no significant difference between highest-order visible
bronchi (P>0.07) and the overall bronchial image quality between the two matrices (P>0.22).
Conclusion
Our study demonstrated superior image sharpness and higher image noise for a 1024- com-
pared to a 512-pixel matrix, while there was no significant difference in the depiction and
subjective image quality of bronchial structures for chest CT.
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Introduction
High spatial resolution is paramount to proper assessment of the submillimeter structures and
pathologies inherent to the lung parenchyma and bronchial structures in computed tomogra-
phy (CT) imaging [1–3]. Spatial resolution of a given CT image is technically limited by the
hardware restrictions of the CT system, e.g. the detector pixel size or the focal spot size [4].
Within these given limits, spatial resolution can be modified by the reconstruction parameters
selected by the user. Two main user-modifiable factors influencing spatial resolution are the
reconstruction kernel and the size of the volumetric image pixel (VIP). In chest CT, fine high-
contrast detail kernels are used to obtain a high spatial resolution of lung parenchyma. While
the reconstruction kernel and the matrix size are typically predefined in institutional scan pro-
tocols, the size of the VIP depends on the field of view (FoV) and the number of pixels of the
pixel matrix. This is of importance when reconstructing images with a large FoV covering the
whole chest. Using a fixed standard image matrix of 512 x 512 pixels, the size of the VIP
increases with increasing FoV and spatial resolution is consequently reduced.
Another challenge is that a standard image matrix of 512 x 512 pixels in combination with a
large FoV may result in a resolution below the intrinsic resolution of a sharp, fine-detail recon-
struction kernel. In such a case, the resolution of the image and the displayed structures is not
limited by the CT system or the reconstruction kernel, but by the pixel matrix of the image.
Details might be blurred or get lost, and the images appear pixelated. Furthermore, step arti-
facts become visible, especially in bony structures. If it is not desired to reduce the FoV, these
effects can be mitigated by increasing the pixel matrix of the reconstructed image. Recently,
one vendor has introduced larger image matrices of 768 x 768 and 1024 x 1024 pixels (Preci-
sion Matrix, Siemens Healthineers, Forchheim, Germany) as a post-processing option for CT.
This post-processing option is not limited to hardware restrictions and can be applied to any
CT scan.
The purpose of our study was to compare objective and subjective image quality of bron-




Phantom and scan setup. An anthropomorphic thoracic phantom with a central bore hole
and dimensions of 300 mm x 200 mm x 100 mmwas used (QRM-Thorax, Quality Assurance in
Radiology and Medicine (QRM), Moehrendorf, Germany). Peripheral rings of fat-equivalent
material were added to emulate a medium- (outer dimensions of 350 x 250 mm) and large-sized
patient (outer dimensions of 400 x 300 mm). Each of the two sizes was imaged in single-energy
mode on a 192-slice CT scanner (Somatom Force, Siemens Healthineers, Forchheim, Germany)
using our institutional scan protocol for chest CT with z-flying focal spot. Each size was imaged
at two different radiation doses by altering the reference tube current time product (ref. mAs of
80 and 100). Details of the scan parameters are summarized in Table 1.
Images were reconstructed using three different image matrices of 512 x 512, 768 x 768,
and 1024 x 1024 pixels. All images were reconstructed using an advanced model-based itera-
tive reconstruction algorithm (ADMIRE) at a strength level of three. A fine detail kernel
(Bl64), a slice thickness of 1.5 mm, and an increment of 1 mm were used. The FoV was kept
constant at a diameter of 316 mm for each dataset.
Assessment of image sharpness. Image sharpness was quantified according to a previ-
ously established method [5,6] by measuring the attenuation profiles along lines perpendicular
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to the circular central bore hole of the phantom. The attenuation profile was measured along
an air-plastic-air surface transition (Fig 1) using an open-source software (Fiji [7]). For each
CT dataset the attenuation profile was measured at four different positions of the circular bore
hole (1:30, 4:30, 7:30, 10:30 o’ clock position). The line-width was 10 pixels and the line length
20 mm. Image sharpness was defined as the maximum steepness of the attenuation profile in
CT number per mm (ΔCTmm) averaged across the four measurement positions.
Assessment of noise power spectrum. The normalized noise power spectrum (nNPS) was
analyzed for each dataset to investigate differences in noise texture among the reconstruction
matrices. According to a previously proposed method [8–10], four 32 x 32 square regions of
interest (ROIs) were placed at different positions in the uniformly aerated lungs of the phantom
(Fig 2A). Measurements were performed on 60 slices in each dataset (4 ROIs per slice x 60 = 240
ROIs) using an open-source software (imQuest, Duke University, Durham, NC, USA). The
overall frequency content was compared using a 1D profile along the diagonal of the resulting
Table 1. CT scan parameters.
CT Parameter Value
Detector collimation (mm) 192 x 0.6 (z-flying focal spot)
Tube voltage (kV) ATVS with ref. kV of 120
Quality Reference Tube current-time product (ref. mAs) Phantom study: 80 and 100 Patient study: 70
Gantry rotation time (sec) 0.5
Pitch 1.2
Automatic tube voltage selection (ATVS) and automatic tube current modulation (ATCM) were used.
https://doi.org/10.1371/journal.pone.0234644.t001
Fig 1. Assessment of image sharpness in the phantom. Chart shows the measurement principle of image sharpness
in the phantom. CT attenuation profiles were measured along lines perpendicular to the circular central bore hole of
the phantom. For each CT dataset the attenuation profile was measured at four different positions of the circular bore
hole (1:30, 4:30, 7:30, 10:30 o’ clock position). Exemplary measurement profiles at the 10.5-position are shown for the
1024- (A), 768- (B), and 512-matrix, respectively. Note the increased stair-step artefacts using a 512-matrix (C).
https://doi.org/10.1371/journal.pone.0234644.g001
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2D nNPS (Fig 2B). Further, the overall 2D nNPS shapes were qualitatively assessed for the pres-
ence of noise aliasing. The average spatial frequency (Fav) was used to compare noise texture.
Part 2—Patient study
Patient population and scan protocol. This retrospective study was compliant with the
Health Insurance Portability and Accountability Act (HIPPA) and approved by the local ethics
committee (Cantonal Ethics Commission Zurich) under the approval number BASEC-ID
2019–01676. The requirement for study-related informed consent was waived. We retrospec-
tively identified 100 consecutive patients who underwent a clinically indicated contrast-
enhanced CT of the chest between May and July, 2019. CT was performed for the following
clinical indications: follow-up of malignancy (n = 70, 70%), emphysema evaluation (n = 8,
8%), follow-up of pulmonary nodules (n = 8, 8%), pneumonia (n = 5, 5%), imaging before
transplantation (n = 3, 3%), sarcoidosis (n = 3, 3%), and interstitial lung disease (n = 3, 3%).
The study population consisted of 63 men (mean age, 62.5 ± 14.6 years; median age, 66
years; age range, 27–86 years) and 37 women (mean age, 65.2 ± 14.9 years; median age, 70
years; age range, 26–92 years). Patients were imaged on a third-generation dual-source CT
operated in the single-energy mode using our institutional standard chest CT protocol (Chest-
STD; Table 1). Automatic tube voltage selection (CAREkV, Siemens) chose a tube voltage of
80 kVp in 2 patients, 90 kVp in 39 patients, 100 kVp in 58 patients, and 110 kVp in one patient,
respectively. Mean CTDIvol was 4.82 ± 2.04 mGy and mean DLP was 187.5 ± 83.5 mGy
�cm.
Reconstruction FoV was on average 332.1 ± 36.1 mm.
Images were reconstructed using a 512- and 1024-image matrix. Reconstruction parameters
were equal to the phantom study. DICOM headers were reviewed for the diameter of recon-
struction FoV of each dataset.
Assessment of subjective image quality and objective image noise. The overall 200
reconstructed CT datasets (100 datasets with a 512-matrix and with a 1024-matrix, respec-
tively) were randomized and evaluated by two board-certified thoracic radiologists (both with
6 years of experience). A training session with 20 datasets was performed prior to the assess-
ment. The readers were blinded to the reconstruction method. In lines with a prior study [11],
the readers had to separately note the highest-order bronchus visible in the upper, middle, and
lower lobe of the right lung, respectively. Furthermore, the sharpness of the third- or fourth-
Fig 2. Measurement of nNPS. (A) Image demonstrating the measurement principle of the nNPS. Four square ROIs were placed at different positions in the
uniformly aerated lungs of the phantom. Measurements were performed on 60 slices in each dataset. (B) 2D nNPS shapes were qualitatively assessed. The
overall frequency content was compared using a 1D profile (yellow line) along the diagonal of the 2D nNPS.
https://doi.org/10.1371/journal.pone.0234644.g002
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order bronchi was evaluated using a 5-point Likert-scale (5 = excellent; 4 = good; 3 = moderate;
2 = poor; 1 = blurry, non-diagnostic). Image noise and bronchial image quality were scored
using a 5-point scale (5 = excellent; 4 = good; 3 = moderate, but sufficient for diagnosis;
2 = poor, diagnostic confidence substantially reduced; 1 = very poor, non-diagnostic). Of note,
higher image noise resulted in a lower score. Objective image noise was measured as the stan-
dard deviation of the CT number (in Hounsfield units) obtained from a ROI individually
placed by each reader in the air-filled trachea immediately cranial of the carina. The trachea
was chosen because it is typically located at the patient center.
Statistical analysis
In the phantom study, a linear mixed effects model was used to determine the effect of matrix
size, phantom size, and radiation dose (reference mAs) on the image sharpness. In the patient
study, the highest-order visible bronchus, image sharpness, noise, and diagnostic quality were
compared between the 512- and 1024-matrix using the Welch t-test for paired samples. To
account for the subjective nature of the grading task as well as to account for potential discrep-
ancies in image quality perception between the readers, analysis was performed for each reader
individually. Inter-reader agreement was tested using the intraclass correlation coefficient
(ICC) for data on the interval scale and Kendall coefficient of concordance W (values 0.5–0.8,
good agreement; values> 0.8, excellent agreement [12]) for data on the ordinal scale. Statisti-
cal significance was defined as P<0.05.
Results
Part 1—Phantom study
Assessment of image sharpness. The pixel size was 0.617 mm, 0.418 mm, 0.309 mm for
the 512-, 768-, and 1024-matrix, respectively. The linear mixed effects model identified image
sharpness (represented by the attenuation profile as the increase in CT number per mm
(ΔCTmm)) to be significantly influenced by matrix size (effect size = 0.84, P<0.001) and to a
lesser extent by phantom size (effect size = 0.03, P<0.007). There was no significant influence
of radiation dose (effect size = 0.00, P = 0.71) on ΔCTmm. For both phantom sizes, ΔCTmm
increased with image matrix size (all P<0.001; see Fig 3).
Assessment of noise power spectrum. Qualitative assessment of the 2D nNPS shapes
revealed distortion of the overall shape for the 512- matrix, indicating aliasing effects (Fig 4).
This distortion was not observed for the other matrix sizes as well as in the 1D diagonal pro-
files of the 2D nNPS. Comparison of the 1D diagonal profiles revealed no differences in noise
texture among the three matrix sizes (see Fig 5). Fav was 0.421, 0.420, and 0.422 for the 512,
768, and 1024-matrix, respectively.
Part 2—Patient study
Objective image noise was significantly higher for the 1024-matrix compared to the 512-matrix
for both readers (both P<0.0001; see Table 2). Inter-reader agreement for objective image noise
was excellent (ICC = 0.826). Image noise was on average about 16% higher for the 1024-matrix.
Analysis of subjective image quality demonstrated similar tendencies for both readers
(Table 2). There was no significant difference in the highest-order bronchus visible in the upper,
middle, and lower lobe of the right lung, respectively between the 1024- and 512-matrix (P-range,
0.068–0.63). Inter-reader agreement for the visibility of the highest-order bronchi showed poor
agreement (ICC-range, 0–0.28). Image sharpness was scored significantly higher and image noise
significantly lower for the 1024-matrix compared to the 512-matrix by both readers (all P<0.001).
PLOS ONE 1024-pixel image matrix for chest CT
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For both readers, there was no significant difference in bronchial image quality between the
two matrices (both P>0.17). Inter-reader agreements for subjective sharpness, subjective
image noise, and image quality were good (Kendall W-range, 0.635–0.665; all P<0.006).
Image examples are provided in Figs 6 and 7.
Discussion
Our phantom and patient studies demonstrated improved image sharpness, higher image
noise, similar numeric depiction of high-order bronchi and similar subjective image quality of
bronchial structures of a 1024-image matrix compared to a traditional 512-matrix for chest CT.
Fig 3. Results of image sharpness. Box plots show comparisons of image sharpness (as CT number increase per mm) among the three
matrix sizes for the medium (M) and large (L) phantom sizes. Data was averaged for both radiation doses. Sharpness increased with
matrix size for both sizes.
https://doi.org/10.1371/journal.pone.0234644.g003
Fig 4. Shape of the 2D nNPS. Comparison of the shape of the 2D nNPS among all three matrix sizes. The shape for the 512-matrix demonstrated distortion,
indicating aliasing effects. The diagonal 1D profile of the 2D nNPS was not affected by distortion and was therefore used as a non-biased metric to compare the
noise texture.
https://doi.org/10.1371/journal.pone.0234644.g004
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Fig 5. Comparison of noise texture.Graphs demonstrate similarity of the overall frequency content of the diagonal 1D profile of the 2D nNPS for each image
matrix, indicating similar image noise texture.
https://doi.org/10.1371/journal.pone.0234644.g005
Table 2. Results of objective and subjective image quality evaluation.
Reader 1 Reader 2 Interreader Agreement
Matrix Size 512 1024 P-value 512 1024 P-value
HOB Upper Lobe 5.4±0.8 5.5±0.9 0.33 4.8±0.8 4.9±0.8 0.30 ICC = 0.00
HOBMiddle Lobe 4.9±0.6 5.0±0.5 0.07 4.7±0.9 4.9±0.8 0.24 ICC = 0.28
HOB Lower Lobe 6.6±0.9 6.6±1.1 0.63 4.7±0.7 4.8±0.7 0.12 ICC = 0.00
Bronchus Sharpness 3.0±0.4 3.8±0.4 <0.0001� 3.2±0.7 3.5±0.6 0.007� W= 0.665
Subjective Noise 3.4±0.5 3.0±0.3 <0.0001� 3.4±0.5 3.2±0.6 0.03� W= 0.654
Objective Noise (HU) 68±9 79±12 <0.0001� 68±12 77±11 <0.0001� ICC = 0.826
Diagnostic Quality 3.9±0.3 3.9±0.3 0.22 3.6±0.6 3.7±0.6 0.47 W = 0.635
HOB = Highest-order bronchus. Note that a lower subjective image noise score refers to increased image noise. Data is given as means ± standard deviation. P-value
refers to the comparison between 512- and 1024-matrix. Significant p-values are indicated with
�. Intraclass correlation coefficient (ICC) was performed for data on the interval scale. Kendall’s coefficient of concordance (W) was used for data on the ordinal scale.
https://doi.org/10.1371/journal.pone.0234644.t002
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The motivation of our study was to assess whether image quality benefits from image
matrix sizes above 512 pixels in the case of chest CT studies, where a large field of view (FoV)
is typically combined with sharp, fine-detailed reconstruction kernels.
As discussed earlier, a default image matrix of 512 pixels may limit the spatial resolution,
depending on the resolution of the reconstruction kernel and the size of the FoV. At a given
number of pixels, the VIP is increasing with larger FoV. The VIP determines the resolution of
the pixel matrix and in case it is smaller than the resolution of the reconstruction kernel, it has
the same effect as a low-pass filter: the image is smoothed and consequently image noise is
diminished. Spatial resolution is lost and step artifacts can become apparent especially at high-
contrast tissue borders. These effects are increasing with increasing size of the VIP and increas-
ing sharpness of the reconstruction kernel. This was validated in our study by demonstrating
that objective and subjective image sharpness was significantly improved by using a 1024-pixel
Fig 6. Image example of an axial CT slice of the same patient reconstructed with a 512-matrix (A) and 1024-matrix (B). Note the improved sharpness of the
bronchial wall but increased image noise in B compared to A. Even though step artifacts are present in A, readers gave similar ratings for overall image quality
of bronchial structures.
https://doi.org/10.1371/journal.pone.0234644.g006
Fig 7. Image examples of a 67-year-old man imaged for interstitial pneumopathy. Axial CT slice reconstructed with a 512-matrix (A)
and 1024-matrix (B). Fibrotic changes (black arrow) appear to be sharper in B compared to A. Objective and subjective image noise are
inferior in B.
https://doi.org/10.1371/journal.pone.0234644.g007
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matrix instead of a 512-pixel matrix. In our case with a sharp kernel and a large FoV of more
than 300 mm, image noise was suppressed with the 512-pixel matrix because of the smoothing
effect. Consequently, increased image noise was observed using the 1024-pixel matrix.
In addition to traditional measurements of image noise, we analyzed the nNPS to compare
the noise texture among the matrix sizes. We observed a distortion of the shape of the 2D
nNPS for the 512-matrix. For the 512-matrix, the sampling rate (i.e. the number of pixels per
mm) was not high enough to represent the high frequency noise. Those high frequency noise
components were then aliased and therefore transformed to low frequency components which
lead to a distortion of the 2D nNPS shape. Because this distortion did not occur for the 1D
diagonal profile of the 2D nNPS, we used this profile as an unbiased surrogate to compare
noise texture. The 1D diagonal profile demonstrated comparable overall noise frequency con-
tent among all three matrix sizes indicating that the noise texture is independent of matrix size
and mainly influenced by the reconstruction kernel.
Multiple studies have assessed the impact of a 1024-matrix in combination with a specific
ultra-high-resolution CT (U-HRCT) equipped with a smaller detector element [13–16]. A for-
mer study found improved image quality using U-HRCT with a 1024-matrix and a small FoV
of 100 mm compared to a traditional CT with a 512-matrix and a FoV of 350 mm [13]. In con-
trast to this study, we decided to compare image quality at the same FoV to avoid effects
induced by the size of the FoV. For our study, we have purposely chosen a large FoV to obtain
a VIP size where the smoothing effect of the 512-matrix compared to the 1024-matrix is rele-
vant, i.e. where the resolution of the image is not limited by the reconstruction kernel but by
the size of the VIP. Another recent study has reported improved airway evaluation using a
1024-image matrix in a photon-counting CT compared to a 512- and 1024-matrix in a tradi-
tional system equipped with an energy-integrating detector (EID) in 22 patients [11]. This
finding is explained by the hardware-dependent higher spatial resolution of photon-counting
CT systems compared to EID-systems. For the EID-systems, the authors found significantly
higher number of higher-order bronchi using the 1024-matrix compared to the 512-matrix
only for the middle lobe. In contrast, our study did not show significant differences between
the two matrices for the upper-, middle, and lower lobes. In their study, the authors reported
similar image noise between the 512- and 1024-matrix in the EID-system while image noise in
our study increased on average by 15% in the medium phantom, by 21% in the large phantom,
and by 16% in the patient cohort using the 1024-matrix.
This discrepancy can be attributed to the use of a softer reconstruction kernel (Bv46) in the
cited study, compared to the sharp, fine-detail reconstruction kernel used in our study (Bl64).
In this situation, resolution was limited by the resolution of the softer reconstruction kernel.
Consequently, they did not observe the smoothing effect related to the small 512-pixel matrix
and image noise was identical to the 1024-matrix.
The following limitations of our study merit consideration. First, our chest phantom did not
include lung parenchyma. Therefore, measurements of image sharpness could not be performed
along fine structures as for example subpleural reticulations. Second, the phantom did not allow
for the measurement of spatial resolution as modulation transfer function (MTF) or task-based
transfer function (TTF). Instead, we used a previously established method assessing the attenua-
tion profile along a surface transition. Future studies could focus in these parameters. Third,
despite a training session, the assessment of the highest-order visible bronchi showed only poor
agreement between the two readers. We attribute this to the subjective nature of the task as well
as to potential discrepancies in image quality perception between the readers. Therefore, we ana-
lyzed subjective image quality individually for each reader. Fourth, we did not compare diagnostic
accuracy, e.g. for the diagnosis of interstitial pneumopathies, between the two matrices. As dem-
onstrated in our image examples, the superior spatial resolution provided by the 1024-matrix
PLOS ONE 1024-pixel image matrix for chest CT
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could, however, be beneficial in the assessment of interstitial lung disease or early fibrotic changes
which typically manifest as very thin and fine subpleural reticulations. Lastly, we did not assess
the impact of the 1024-matrix on the clinical workflow. While the higher number of pixels poten-
tially allows for enlarging images without blurring andminimizes step artifacts, the additional
image information may increase reading time, data transfer and data storage needs.
In conclusion, our study demonstrated superior image sharpness and higher image noise
for a 1024- compared to a 512-pixel matrix, while there was no significant difference in the
depiction and subjective image quality of bronchial structures for chest CT.
Further studies are required to assess the impact of the 1024-matrix on the depiction and
diagnostic accuracy of fine reticular subpleural changes in interstitial lung disease.
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